Substance use disorders, particularly to methamphetamine, are devastating, relapsing diseases that disproportionally affect young people. There is a need for novel, effective and practical treatment strategies that are validated in animal models. Neuromodulation, including deep brain stimulation (DBS) therapy, refers to the use of electricity to influence pathological neuronal activity and has shown promise for psychiatric disorders, including drug dependence. DBS in clinical practice involves the continuous delivery of stimulation into brain structures using an implantable pacemaker-like system that is programmed externally by a physician to alleviate symptoms. This treatment will be limited in methamphetamine users due to challenging psychosocial situations. Electrical treatments that can be delivered intermittently, non-invasively and remotely from the drug-use setting will be more realistic. This article describes the delivery of intracranial electrical stimulation that is temporally and spatially separate from the drug-use environment for the treatment of IV methamphetamine dependence. Methamphetamine dependence is rapidly developed in rodents using an operant paradigm of intravenous (IV) self-administration that incorporates a period of extended access to drug and demonstrates both escalation of use and high motivation to obtain drug.
Introduction
Methamphetamine is a psychostimulant that produces an intense and prolonged euphoria due to an acute increase in synaptic monoamines, particularly dopamine. Methamphetamine dependence is an epidemic health problem with an estimated 25 to 34 million users globally and no proven treatment 1, 2 . There is a substantial need to develop novel therapeutic strategies for methamphetamine dependence. Deep brain stimulation (DBS) is a neurosurgical procedure that uses a brain "pacemaker" to normalize disruptive neuronal firing patterns that occur in certain diseases, including Parkinson's disease, dystonia, and essential tremor 3 . Recent human case reports suggest that DBS may also be an effective treatment for alcohol and drug dependence, but preclinical evidence regarding psychostimulants (e.g., cocaine, methamphetamine) is limited [4] [5] [6] [7] [8] .
Continuous deep brain stimulation, as it is currently practiced, requires exceptional cooperation from the patient and his/her family. Meticulous wound care and personal hygiene are required to protect the underlying pacemaker hardware, which is susceptible to infection even in patients who are not using intravenous drugs with resultant bacteremia. Regular follow-up of the DBS device is also necessary given the open loop design of the system; experienced physicians alter the settings of modern DBS to decrease target symptoms during routine clinic appointments 3 . This treatment paradigm will be limited in cocaine and methamphetamine users due to their challenging psychosocial situations. Several rodent studies have imitated this impractical paradigm by examining DBS effects when the therapy is delivered continuously during cocaine selfadministration procedures in the drug-use environment [9] [10] [11] . Non-invasive discontinuous techniques that do not require indwelling hardware, like transcranial magnetic stimulation (TMS), may be a better option for treatment of substance use disorders 12 . TMS is delivered non-invasively using an external headcoil to generate electrical fields in a particular brain target during daily, intermittent treatments. The recent advent of H coil or "deep" TMS allows deeper brain structures to be stimulated, in addition to cortical sites, expanding its potential use 13, 14 . Both therapies are delivered discontinuously during a series of sessions in a different environment than that of primary drug use and have shown promise in both human and rodent trials for drug dependence 13, [15] [16] [17] . The window to treat methamphetamine dependent patients will likely be during periods of sobriety such as court-mandated rehabilitation, not during street binges when they can experience violent or erratic behavior 18 . As such, the aim of this article is to describe the delivery of electrical stimulation that is temporally and spatially separate from the drug-use environment, which more closely approximates what is possible in humans, for the treatment of IV methamphetamine dependence.
8. Flush catheter with heparinized sterile saline and draw back blood to confirm successful implantation. Trim the sutures 1 -2 mm above the knots and tuck the remaining proximal catheter under the neck skin. close with an appropriate suture/method of your choosing. If non-absorbable sutures or staples are used, they must be removed in 10-14 days under general anesthesia. Cover incision with antibiotic ointment using a sterile cotton tip applicator. 9. Anchor the distal catheter/guide cannula/mesh assembly to the subcutaneous back tissue using absorbable sutures at two of the opposing corners of the mesh base. Close the back incision around the guide cannula using interrupted, non-inverted absorbable sutures. Cover incision with antibiotic ointment using a sterile cotton tip applicator.
6. Postoperative Care 1. Flush the catheter with heparinized 0.9% sterile saline solution using a 3 ml syringe and place an obturator into the guide cannula to prevent clogging. 2. Flush each rat's catheter on a daily basis to maintain patency. 3. Immediately following the procedure, place the rat in its home cage over a heating pad in the surgical suite and observe until consciousness and spontaneous movement return. 4. Return the recovered rat to the colony room and allow five to seven days to pass before intracranial surgery. Weigh, handle, and assess their general condition daily, including checking for infection and evaluating animal behavior, appearance and activity levels. 5. Consult the Animal Resources veterinarian if any problems arise and follow any recommended treatment regimens. Inject animals with an analgesic agent (carprofen, 5 -10 mg/kg, sc or ketoprofen, 2 -5 mg/kg, sc) to treat perioperative pain as needed.
Intracranial Electrode Placement
1. Surgical Preparation 1. Perform all surgeries under sterile conditions as described in section 2.2.
2. Anesthesia 1. Place animal in an anesthesia induction chamber and provide isoflurance gas flow into the chamber at 1,000 -2,000 ml/min with the vaporizer set at 5%. 2. Once animal is recumbent, remove from chamber and place in nose cone on padded stereotactic operating platform. Switch gas flow from chamber to nose cone and run gas with vaporizer set at 2 -3%. 3. Adjust vaporizer as needed to maintain stable respirations and no response to stimulation during surgery. 4. Inject rat with sterile penicillin G procaine suspension (75,000 units, im) and an analgesic agent (buprenorphine 0.05 to 0.5 mg/kg sc) immediately prior to surgery to decrease perioperative infections and pain, respectively. 5. Check for adequate anesthesia by delivering a moderate toe pinch to the animal and, if no response occurs, then proceed. Apply eye lubricant to both the eyes.
3. Surgical Site Preparation 1. Shave the top of the rat's head and place the rat in ear bars to keep its head immobile during the procedure. Wipe the shaved area with alcohol pads followed by betadine solution. Allow the betadine to dry before proceeding.
4. Electrode Implantation 1. Grasp the scalp between and slightly anterior to the ears with forceps and use scissors to cut across the base. This manuveur will remove a 1.5 x 1 cm area of skin over the mid-skull. 2. Use a 10-blade to make a circumferential incision through the pericranium down to the skull and a curved forceps to scrape off and remove the pericranium. Irrigate the area with sterile saline, dab excess blood and saline with gauze, and allow the skull to dry completely so the bony landmarks, including the bregma, can be clearly seen. 3. For bilateral surgery, mount two bipolar platinum-iridium electrodes, one into each electrode holder on either side of the stereotactic operating platform. Move the first electrode into position ~1 mm over the bregma and write down the stereotactic coordinates for the anterior-posterior (AP) and medial-lateral (ML) positions, which will be shown on the digital display. Do NOT actually touch the electrode tip to the skull because the electrode will no longer function. Repeat this procedure for the other electrode. 4. Calculate the final AP and ML coordinates based on the target structure of interest. Move the electrode to this position with the tip just above the skull to obtain the initial dorsoventral (DV) coordinate on the digital display. Calculate the final DV depth based on the target structure of interest. Note: The nucleus accumbens shell was targeted in this example given its known involvement in drug-consummatory behavior 8 using the following stereotactic coordinates relative to bregma: AP entry coordinate = [Digitally displayed coordinate at bregma] + 1.6 ML entry coordinate = [Digitally displayed coordinate at bregma] ± 2.4 for right/left DV depth = [Digitally displayed coordinate at skull surface at AP/ML entry] -8.5 5. Mark the projected entry position of each electrode on the surface of the skull with a permanent marker. Do not bump or touch the electrode's tip during this maneuver. 6. Use a round ball diamond coated burr to drill a 1.4 mm hole at each mark. Be careful not to plunge through the skull into the intracranial vault with the high-speed drill. Use a curved forceps to puncture the dura once the skull has been drilled away. 7. Use a round ball diamond coated burr to drill 0.7 mm holes in an additional four locations behind the electrode entries for placement of skull screws. Use a manual screwdriver to place four 0.8 (diameter) x 3.2 (length) mm stainless steel screws into the skull, two on each side of midline. Tightly secure these screws up to about half their length into the skull because they are the major infrastructure that will hold the cranial cap in place for the coming weeks and months. 8. Carefully insert the first electrode through its burrhole into the brain to the calculated DV depth by manually turning the knob that manages the Z-coordinate of the electrode holder. Turn the knob at a rate roughly equal to 1/2 turn per second to prevent undue damage to the tip of the electrode. Ensure the electrode tip does not touch the bony edge of the burrhole when entering the brain.
Operant Apparatus
1. Use plastic and stainless steel operant conditioning chambers contained within sound-attenuating enclosures to run the behavioral experiments. 2. Outfit each enclosure with an exhaust fan to supply ventilation and white noise to mask extraneous sounds. 3. Use a personal computer and a behavioral software interface system to program the procedures and collect the experimental data. 4. General Set-Up 1. Equip each experimental chamber with two response levers mounted on one wall of the chamber with a stimulus light located above each lever. Designate one of the levers the "active" lever so that it results in a programmed consequence when pressed. 2. Program a stimulus light located directly above the active response lever to illuminate during every operant session, indicating the availability of drug. 3. Have a response on the active lever result in an infusion delivery of methamphetamine (0.05 mg/kg/infusion in 100 µl 0.9% NaCl) over 2.8 sec accompanied by the house light on the opposite wall going ON for 5 sec and the stimulus light going OFF for a 30-sec timeout. 4. Count responses on the active lever but they should have no scheduled consequences during the 30-sec timeout period. For completion, record responses on the inactive lever but they should have no scheduled consequences.
Intravenous (IV) Methamphetamine Self-Administration Procedure
1. General Preparations 1. Load rats into the operant chambers as quickly and calmly as possible to minimize behavioral artifacts. Attach a stainless steel spring leash to the guide cannula on the rodent's back and to a leak-proof fluid swivel suspended above the operant chamber. 2. Ensure the integrity of the connection tubing from the swivel to the 20-ml drug syringe in a motor-driven pump located outside the sound-attenuating enclosure. To do this, push the plastic connection tubing at least ¼ of an inch onto the metal swivel tip and the drug syringe needle tip until it will not slide off with moderate pulling. Counter-balance the swivel and leash assembly to permit relatively unrestrained movement of the animal. 3. Conduct operant sessions at approximately the same time each day Monday through Friday.
2. Acquisition 1. In order to facilitate rapid acquisition of IV methamphetamine self-administration, run rats on daily 6-hr sessions for four to five consecutive days. 2. Conduct these sessions on a fixed ratio FR-1 + 30 sec schedule of reinforcementduring which rats receive one infusion of IV methamphetamine for each press on the active lever followed by a 30 sec time-out (e.g., no cue or reward consequences occur with pressing of either lever). Note: This initial prolonged and "easy" access will result in the majority of rodents acquiring significant drug taking behavior in less than or equal to one week (Figure 3 ).
3. Maintenance 1. During the second week of training, run rats on daily 2-hr sessions Monday through Friday to maintain and refine IV methamphetamine self-administration. 2. Conduct sessions on a fixed ratio FR-1 + 30 sec timeout schedule of reinforcement. 3. Document stable, intense responding when the total number of methamphetamine presentations across each session varies less than 10% for three consecutive sessions (Figure 4 ) and the cumulative number of infusions across the first 30-min is greater than the cumulative number of infusions during the second 30-min ( Figure 5) . Note: This criterion ensures that the rats develop a drug-loading pattern at the beginning of the session that indicates addictive behavior 19 and not simply casual use.
4. Post-Session 1. At the end of each session, disconnect the leash from the rodent's back. Flush the catheter with 0.1 ml of 0.9% saline solution containing 800 IU streptokinase to prevent blood clots. Insert an obturator into each guide cannula to prevent clogging before returning the rats to the home cages. 2. Test the patency of the catheters immediately after the end of each experimental session on Wednesdays throughout the course of the experiment.
1. Prepare a 3 cc syringe, with a 22 G needle, containing heparinized bacteriostatic saline to test catheter patency. Attach one end of a 4 to 6 inch long piece of plastic tubing to the needle and the other end to the metal post of the catheter-cannula assembly on the animal's back. 2. Infuse 0.1 to 0.2 ml of saline to ensure a clear flow and then draw the syringe plunger back. If the catheter is patent, it should both flush easily and draw back blood that will be visible in the tubing. Release the plunger and infuse another 0.2 ml to flush all of the blood back through the catheter. 3. If blood cannot be withdrawn, then remove the 3 cc syringe and tubing from the metal post. 4. Prepare a 1 cc syringe, with a 22 G needle, containing methohexital sodium, a fast-acting anesthetic, to further test catheter patency. Attach one end of a 4 to 6 inch long piece of plastic tubing to the needle and the other end to the metal post of the catheter-cannula assembly on the animal's back. 5. Infuse 1.5 mg and quickly remove the 1 cc syringe and tubing from the metal post on the animal's back. Reconnect the 3 cc syringe filled with heparinized bacteriostatic saline and infuse 0.1 -0.2 ml. If the animal loses muscle tone within 3 sec, then the catheter is patent and functional.
5. See the Supplemental File "Common Pitfalls" for a pitfalls section that addresses adverse reactions to methamphetamine, failure to acquire methamphetamine self-administration, and rat extraction difficulty.
Brain Stimulation Apparatus
1. Use 10 to 12 plexi-glass boxes (12 x 18 x 18 in) (w x h x d) to run the DBS experiments. Cover each box on the outside with stiff opaque paper that covers the back and sides of the box to prevent the rats from viewing or interacting with each other. Leave the clear front panel uncovered so the examiner can view the animals during the stimulation sessions. 2. Cover the tops of the boxes with a semi-permeable panel that prevents the rats from escaping while allowing airflow. Use this panel to support the commutators that are located above each box to facilitate the electrical connection between the rodent head cap and the stimulation system. 3. Use a stimulation system that can deliver constant current to multiple simultaneous animals for the DBS experiments. Use a system that consists of a user programmable digital signal processor/communications interface, a stimulator, a stimulator battery pack, a channel splitter box, and the accompanying software (See Materials Sheet). 4. Use custom-length cables to connect the stimulator's channel ports to the superior electronic pedestal of each commutator. Note: The length needed will depend on the individual laboratory. These cables are outside of the animal area and do not need to be covered in stainless steel spring. 5. Connect the inferior electronic pedestal of the commutator to the implanted electrode pedestal on the rodent's head cap using 16-in cables covered with stainless steel spring. Ensure that the cables are long enough to allow free movement to every area of the enclosure without significant tension on the head cap. Note: A cable that ends roughly where the head of the rat would be when standing on all four feet is usually adequate. 6. Brain Stimulation Programming 1. Use a personal computer and programming software to program the stimulation parameters (e.g., waveform, frequency, pulse width, inter-stimulus delay, current amplitude) and collect the experimental data. 2. Using a visual programming language, specify which functions each device will perform to meet the experimental endpoints and which data will be stored and/or projected for viewing in real-time. The commands that run this particular project are demonstrated in Figure  1 . 3. Specify the desired frequency, pulse width, and amplitude into the visual control panel (Figure 2 ) prior to the start of the experiment.
Typical parameters for high frequency stimulation in rats are similar to those used in clinical human deep brain stimulation: frequency of 130 to180 Hz, pulse width of 60 to 90 msec, and current amplitude of 100 to 250 μA 4, [8] [9] [10] . Note: A lower current is used in the rodent due to its reduced size compared to the primate.
Deep Brain Stimulation Procedure
1. To load rats into the boxes, attach the stainless steel spring cable from the commutator to each electrode pedestal on the head cap. Test the impedance of each electrode by running 5 μA of current at a frequency of 1,000 Hz for 2 sec. 1. If impedance is equal to or less than 125 KOhm, then proceed with the experiment because the electrode is able to deliver therapeutic stimulation. If the impedance is greater than 125 KOhm, consider removing the animal from the experiment because the electrode's high resistance may truncate the current to potentially sub-therapeutic levels.
2. Run the rats through one or two mock sessions for habituation during which they will be attached to the electrode cable(s) but not receiving any active therapy. Mock testing will eliminate any non-specific behavioral effects. Immediately following each mock session, transport the rats to the operant boxes for the daily 2-hr session of IV methamphetamine self-administration. 3. Counter-balance rats into two groups, an active-stimulation and a sham-stimulation cohort so that the baseline drug intake is not significantly different between groups. 4. Perform daily DBS sessions on the rodent cohort for 5 days during which they receive either active electrical brain stimulation or no stimulation for 3 hr depending on their group assignment. Immediately following each DBS session, transport rats to the operant boxes for the daily 2-hr session of IV methamphetamine self-administration. 1. Observe animals carefully during at least a portion of each DBS session to make sure the stimulation is not causing clear alterations in animal behavior. If any abnormal behaviors occur during/after stimulation, take care to document these observations. Note: The authors have not noticed significant behavioral alterations or changes in food/water intake during the experiment described in this article.
Representative Results
Following placement of an IV jugular catheter and intracranial DBS electrodes, rodents can be successfully trained to self-administer IV methamphetamine after a brief recovery period. Figure 3 shows that rats will acquire and escalate methamphetamine self-administration after 2 days of extended-access to drug with an average of 168 ± 12 infusions per session by day 4.
Rats are then moved to a daily 2-hr schedule of operant training for two reasons: 1) to prevent methamphetamine toxicity and severe behavioral alterations with persistent, prolonged access and 2) to establish a relatively stable rate of responding that can be manipulated by various therapeutic interventions. Figure 4 shows that the average number of total infusions per short access session over the second week is 75 ± 8 and generally varies by less than 10% day-to-day. Figure 5 demonstrates that rats develop an increased motivation to take drug as shown by the emergence of a "front-loading" pattern of intake by day 6 of training as compared to day 1. Once this develops, the effect is largely sustained over subsequent sessions (data not shown). Figure 6 shows that bilateral DBS delivered in the non-drug environment resulted in a marked decrease of operant IV methamphetamine self-administration on three of five days compared to the sham stimulated group. The nucleus accumbens shell was targeted given its known involvement in drug-consummatory behavior 8 using the following stereotactic coordinates relative to bregma (AP + 1.6, DV -8.5, ML ± 2.4). Stimulation parameters and duration were loosely based on previous published experience with DBS for the treatment of psychiatric disease 8, 20, 21 but can be adjusted depending on the experimenter's needs. Error bars are moderate and not all days reach significance indicating the range of responses that can be seen in behavioral assessments despite a clear treatment effect. Increasing the number of rats per experiment can help compensate for this natural variability. 11 animals were initially used for this experiment. One animal was euthanized for poor feeding post-operatively, one animal was excluded due to seizures, and one animal was excluded due to DBS electrode malfunction leaving us with a total of 8 animals (N = 4 Sham; N = 4 active DBS). In general starting with about 10 -12 rats for each experiment will allow for its successful completion. 
Discussion
Although the exact mechanisms of deep brain stimulation are not fully characterized, DBS efficacy for both motor and psychiatric disorders may result from a dynamic interaction between the electrical therapy and the functioning of various subcortical and cortical brain regions over time 6, [22] [23] [24] [25] [26] . While non-contingent methods of methamphetamine delivery to rodents are well-described 27, 28 , these methods are most appropriate for discrete investigations of drug pharmacokinetics and neurochemical effects [27] [28] [29] . Operant IV drug self-administration, by incorporating an element of motivation for drug, is ideally suited for the study of how electrical therapies like DBS interact with pathological behaviors over time. The procedures we describe examine the effects of DBS in one environment on contingent methamphetamine use in a different environment.
There are three key steps in our IV methamphetamine self-administration paradigm: 1) Induction of rapid acquisition and escalation of drug intake during long access sessions, 2) Maintenance of a stable, high rate of drug intake during subsequent short access sessions and 3) Development of a front loading pattern of drug taking. This paradigm can be accomplished in a 2 to 3 week timeframe with 10 -12 rats per experiment, which is both cost-effective and ideally suited to test the effects of DBS given the potentially limited lifespan of head caps in rodents using psycho-stimulants. This procedure, like other paradigms that incorporate a period of long access 19, 30, 31 reasonably simulates some aspects of substance use disorders; it demonstrates both escalation of use and high motivation to obtain drug with early session "drug-loading," which are important aspects of human dependence versus recreational use 19, 30 . Rodents who have long access exposure to IV methamphetamine also demonstrate cognitive deficits 32 , distinct responses to pharmacological treatment 33 , pharmacokinetics 34 and neurochemical changes 35 that are more similar to humans suffering from chronic methamphetamine use disorder than rodents with only short access exposure.
Likewise there are three key steps in our deep brain stimulation procedure: 1) Habituation to the DBS environment, including the head tether connection, for one or two "mock" sessions, 2) Daily, intermittent delivery of active stimulation using a commercial system, and 3) DBS disconnection and subsequent transport to the drug setting. This paradigm is designed to mimic the process of non-invasive therapies like TMS rather than that of traditional continuous DBS. Fully implanted, programmable DBS systems like those used for common movement disorders 3 will be marginally feasible in patients suffering from psycho-stimulant dependence for several aforementioned reasons. Intermittent electrical treatment strategies that do not involve high-risk surgery and aftercare, like TMS, may be better adapted to this patient population. The methods we have described will allow investigators to develop and refine treatment strategies that can modify drug-related behavior while being delivered outside of the drug environment in a restricted timeframe. There is accumulating evidence that transient intracranial electrical stimulation that is patterned after specific neurophysiological deficits 23 or combined with systemic pharmacotherapy 36 exert long-lasting positive effects on psychiatric and drug-related behaviors for several weeks after the treatment has ceased.
The needs for initial excellent surgical technique and for ongoing care of multiple surgical sites during intense drug-use are the main limitations of this methodology. If either the IV catheter or the DBS electrodes become non-operational and/or infected, the rat must exit the study. Jugular catheter and intracranial electrode placements under strict sterile technique are best learned from experienced investigators prior to initiating these procedures independently.
This procedure is amenable to several modifications and future investigations, including examination of: 1) alternate stimulation parameters (e.g.,-stimulation waveform, pulse width, frequency, amplitude), 2) other potential therapeutic brain targets (e.g.,-nucleus accumbens core, medial prefrontal cortex, midbrain, habenula), 3) different DBS delivery patterns (e.g.,-daily DBS delivery, weekly DBS delivery, DBS at various intervals prior to operant sessions, DBS before acquisition), and, perhaps most exciting, 4) combinations of short-duration DBS and pharmaceutical agents that imitate optogenetic stimulation of selective pathways and exert enduring behavioral modifications 36 .
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